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Preface 

This report describes various aspects of The identification and the 

repair of data errors that can occur when oceanographic wave data are col- 

lected and analyzed. The document is intended to assist the following users 

of oceanographic data: 

a. Investigators who plan to deploy instruments at sea and must learn - 
more about how the gages work and how to maximize the possibilities 
of recovering usable data. 

b. Infrequent users of the instruments who may have encountered unex- 
pected and unfamiliar problems. 

c. Analysts who work with the data and may be able to use some of the - 
examples in their particular situations. 

d. Users of oceanographic data who have not been involved in the col- - 
lection and analysis of raw data and who may not be aware of how 
difficult the quality-control procedures can be. 

The information presented in this report was obtained from research con- 

ducted at the US Army Engineer Waterways Experiment Station (WES). Funding 

for the writing and publication of this report was provided by the Headquar- 

ters, US Army Corps of Engineers, under the Field Wave Gaging Program and the 

Coastal Field Data Collection Program. 

This report was written by Mr. Andrew Morang at the Coastal Engineering 

Research Center (CERC) under the general direction of Dr. James R. Houston and 

Mr. Charles C. Calhoun, Jr., Chief and Assistant Chief, CERC, respectively; 

and under the direct supervision of Mr. Thomas W. Richardson, Chief, Engineer- 

ing Development Division, and Mr. William L. Preslan, Chief, Prototype Measur- 

ement and Analysis Branch (CD-P). This report was published at WES by the 
- - Vl sual Pro~iac t3onCenter; Xfoumari on Techno l5gy Lab oyaCo rye- - 

The author's understanding of the subject was enhanced by many discus- 

sions with his coworkers, especially Messrs. Ralph Ankeny, James Rosati, and 

James McKinney (CD-P). The text was constructively reviewed by 

Messrs. Preslan, Joon Rhee, William Corson (CD-P), David Simpson (CR-P), and 

Ms. Susan Morang. Dr. Stephen P. Murray, Director, Coastal Studies Institute, 

Louisiana State University, Baton Rouge, LA, provided one of the examples. 

An earlier version of this document was presented at the Conference and 

Exposition on Marine Data Systems (MDS), New Orleans, LA, April 26-28, 1989, 

and was published in the Proceedings of MDS '89. 



Commander and Director of WES is COL Larry B. Fulton, EN. Technical 

Director is Dr. Robert W. Whalin. 
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Conversion Factors. Non-SI to SI (Metric) 
Units of Measurement 

Non-SI units of measurement used in this report can be converted to SI 

(metric) units as follows: 

Mu1 t i ~ l y  

feet 

pounds per square inch 

To Obtain 

metres 

kilopascals 



QUALITY CONTROL AND MANAGEMENT OF OCEANOGRAPHIC WAVE-GAGE DATA 

Introduction 

1. The processing, analysis, and quality control of directional and 

nondirectional wave data from self-contained oceanographic instruments are 

complex procedures. Quality control of each step of the data transfer and 

analysis is vital to ensure that the final output accurately represents the 

physical environment that was monitored. 

2. The purpose of this report is to review common causes of data errors 

and to outline procedures for recognizing these errors. This report considers 

data analysis and quality-control aspects of processing oceanographic measure- 

ments. Neither technical aspects of the instruments nor mathematical details 

of the analysis software will be discussed herein. 

3. The material used in this report is based on the author's experience 

at the Prototype Measurement and Analysis Branch (PMAB) of the US Army Engi- 

neers' Coastal Engineering Research Center. The examples that will be pre- 

sented come from PMAB projects throughout the United States and the world. 

Much of the PMAB wave data have been collected with self-contained Sea 

Data 635-9, 635-11, and 635-12 gages. The examples and suggestions presented 

in this report are intended to be of a general nature and applicable to data 

from various types of wave-measurement instruments. 

4 .  Three broad categories of problems account for most data errors: 

a. Malfunctions of the instru~ent during deployment in the water. - 
-$_ .- - Reading- er-rors-causd -during -data transf e r - t c l a  computer, _- 

c. Unexpected results caused by the software during processing. - 

This report will discuss each of the major classes of errors and will present 

examples that may be helpful as other researchers are faced with similar 

situations. 

5. A central theme of this report will be the importance of visually 

examining the data. The plotted data provide a vital complement to automated 

quality-control procedures. Sometimes, the three types of errors listed can 

occur in a single data set. Under such circumstances, it has been PMAB's 

experience that the raw pressure and directional data must be plotted and 



reviewed by an analyst who is familiar with what "good" wave data should look 

like. The experienced analyst can then prescribe remedial action. 

6 .  The success of the remedial action varies widely and depends on many 

factors such as the type of gage failure and the skill of the data analyst. 

As an example, at the Los Angeles, Long Beach Harbor Project, pressure and 

directional gages were deployed almost continuously at eight stations for over 

4 years. Over 380 data sets, each representing a continuous month (a "gage- 

month") of data, were collected. About 80 data sets were originally flagged 

as being erroneous. Of these, about 40  percent were recovered, so that 

finally only 50 gage-months were unusable. For the whole project, this pro- 

vided a data recovery rate of 87 percent. 

7 .  Quality control and verification of wave data occurs in conjunction 

with data analysis. The overall processing procedure can be divided into two 

phases. The first phase relates to the mechanics of transferring data from 

the data tape to a computer and into a format that can be used by plotting 

programs or spectral analysis programs. Data transfer errors will be dis- 

cussed in detail in this report. The second phase includes the steps used to 

run various computer programs and check the results. Software errors will be 

discussed briefly. 

8. The examples in this report are based on gages that record data onto 

magnetic tape. At this time, instruments with internal electroriic memory and 

internal disk drives are being tested. These will bypass most of the transfer 

procedures, and the data will be downloaded to a personal computer. It is 

hoped that most of the errors that occur in the tape recording gages will be 

eliminated. At this time, PMAB's experience with the electronic memory gages 
- 

T i  rim i t-ed anC-iliti To-0-soon-t o m a k e ~ a K y ~ ~ ~ C 1 ~ s ~ s a b o u t t h e i  F1ong-t erm- 

perf orrnance or dependability. 

Brief Descri~tion of the Gages 

9. The term "self-contained" gage, as used in this report, refers to an 

instrument that houses its sensing and recording systems within a package that 

can be deployed at sea for a predetermined time and then recovered (Figure 1). 

Despite the many advantages of this type of system, it has one important dis- 

advantage: the oceanographer does not know whether the system is working 

properly when it is underwater. If the gage malfunctioned, there is no second 



Figure 1. Sea Data 635-12, tripod-mounted directional wave gage 

chance; the waves are gone. Data may also be lost if the gages are damaged or 

dragged away by boats or fishing nets. 

- - lOr-The-Sea-D~t~-~35-Tf--md-635-2 gageSco l l - ey t -daGp iT twoXs : -  

the instantaneous wave mode and the mean tide mode. The two types of measure- 

ments are recorded on the magnetic tape in different ways, and the processing 

software must distinguish the two. The mean mode integrates measurements over 

a number of minutes, usually 7.5 or 15. The 635-11 gage records a single 

pressure measurement for each mean interval. In addition to pressure, the 

635-12 gage also measures orthogonal components of the water velocity. There- 

fore, the 635-12 records one pressure, one horizontal u-velocity, and one hor- 

izontal v-velocity measurement for each interval in the mean mode. 

11. The other sampling mode records instantaneous values for a set 

length of time, which is known as a wave burst. A typical burst consists of 



1,024 values recorded at 1-sec intervals, a time-series that is about 17 min 

long. After recording a burst, the gage waits for a set amount of time, usu- 

ally 3 or 4 hr, before recording another burst. The time from the beginning 

of one wave burst to the beginning of the next is called the wave burst inter- 

val. The burst interval may be extended to 6 hr or more to conserve tape dur- 

ing long deployments. Figure 2 shows how the gage samples pressures for the 

set burst length and then is inactive for the remainder of the interval. The 

remaining figures in this report will show the recorded pressures only, and 

wave bursts will appear sequential, one immediately after the other. The 

reader must remember, however, that a significant amount of time exists 

between the end of one recorded burst and the beginning of the next, even 

though this is not shown in the plots. One wave burst will often be offset 

vertically from another one because of changes in the tide level (see, for 

example, Figures 18, 21, or 23). 

CONTINUOUS 
PRESSURE RECORD /- I 

1 -_ - ___ - -  - - -- - _ -_ - _ _ _ -- - - - ---- 
1,024 / 1,024 1 6- 
OR N O  SAMPLES OR - 1 -  N O  SAMPLES - - - .  

2,048 T A K E N  2,048 I T A K E N  
SAMPLES SAMPLES I 

I 
I 

i I 
I 

2 HR OR 4 HR, ETC 2 HR OR 4 HR. ETC I 
I 

Figure 2. Wave burst sampling mode for typical wave gage 

12. In the 635-9 and 635-12 directional gages, u- and v-velocities are 

measured and recorded at the same time as the pressures. This allows a direc- 

tional spectrum to be calculated for each wave burst. The velocities are mea- 

sured by a Marsh McBirney electromagnetic current meter that is mounted on one 



end of the aluminum instrument housing. The Paroscientific quartz pressure 

sensor is contained within the housing. The pressure port is an oil-filled 

tube that projects from the top of the housing and serves to transmit water 

pressure variations to the quartz sensor. 

Malfunctions of the Gane During - Its Deployment 

13. Of the three classes of errors, gage malfunction is the most seri- 

ous, since the data may be lost or may be so scrambled that they cannot be 

reconstructed with confidence. This class includes two general types of 

errors: measurement and recording. A wave gage that performs properly must 

not only measure pressure and water velocity accurately, but it must also 

record this information onto the internal data tape in a specified format 

without introducing any additional errors. A gage may have produced an entire 

deployment of records that are physically the right length and format, but the 

actual recorded numbers are meaningless because the sensors or some internal 

circuits malfunctioned. It is normally impossible to correct this type of 

error. The opposite situation can also occur: the gages's sensors may have 

measured the waves correctly, but these data were not recorded onto the tape 

in the specified format. Sometimes these data can be interpreted if the error 

is a simple one, such as an incorrect record length. But, custom software may 

be necessary to read such a dataset, and the cost of this remedial work may be 

too high for the project's budget. The gages that record their data onto 

internal electronic memory appear to be more dependable than the tape record- 

ing gages and normally do not suffer from data transfer or format errors. But 
-- -- 
s i.=K P K B  's FxWienCeTj: th the ere~roniccmemoryYgage s -i2--l iEit5a , --fir thTr 
testing will be required to learn if they, too, may suffer from transfer 

errors under some circumstances. 

14. To help reduce the possibility of gage failure in the field, 

meticulous maintenance and testing must be performed before deployment. Com- 

plete and accurate field notes are an important component of quality control 

and troubleshooting, since the deployment and recovery dates should be used to 

check whether or not the data sets are the right length. Examples of gage 

malfunctions are discussed in the following paragraphs. 

15. Figure 3 shows part of a data set from a gage that performed cor- 

rectly. Lines 71, 72, and 73 are mean (tide) mode records. The fifth through 



Example of good pressure  da t a :  
- - - - - - - - --------=o=================== 

00180 . . . . . . . .  c l o c k  word ( =  3 . 0  h o u r s  f o r  t h i s  line) 

8B . . . . , . . .  wave line coun te r  - from 80  t o  BF hex 

Figure 3. Examples of hexidecimal pressure data from 635-11 gages 

ninth digits in these l-lnes represent the clock word. The five-digit hexadec- 

imal time is converted by a formula to indicate hours from reset. In this 

example, line 71 is 3.0 hr, line 72 is 4.0 hr, and line 73 is 5 .0  hr. The 

other lines of data are the instantaneous (wave) measurements. In these, the 

third and fourth digits should represent the hexadecimal Line counter. For 

this gage, the count begins at 80 and continues to BF, after which it rolls 

over and repeats the pattern. 
- --- - - -- - - - -- - - - - - 

Examples of gaze malfunctions 

16. Abrupt gaze failure. Figure 4 shows an abrupt failure of the gage 

The place where the failure occurs, line 13473, is obvious, and the remainder 

of the data set can be discarded. The data immediately preceding the failure 

should be examined for any deterioration that might have occurred. Unfortu- 

nately, most gage electronic failures are not as obvious. The following exam- 

ples will demonstrate more subtle problems. 

17. Wave counter did not record on the tape. Figure 5 is an example of 

a data set in which the counter did not work correctly. It can be seen that 

only 80 or 81 were recorded. These data can be saved by having a counter in 

the software that keeps track of the pressure values and counts them to be 



Figure 4. Data from a gage that abruptly failed at line 13473 

sure that the correct number, often 1,024 or 2,048, have been recorded. As 

the points are counted, the time is incremented and compared with the time 

word that is written onto the tape by the internal clock of the gage. 

_--_-l$,_The clock did not record on the tape. If the clock malfunctions, 

the data can be used as long as the wave counter has correctly recorded. The 

processing software must count the pressure points and increment a time 

counter. It must then compare the calculated time with the beginnings and 

ends of wave bursts that occur at predetermined intervals. If the times do 

not match, the software must determine where there are missing points. If the 

gage counter has not recorded properly, the analyst must assume that each mea- 

sured value was recorded. This assumption can only be verified if a compari- 

son is made with data from a nearby gage. 

19.  Figure 6 shows data in which neither the time nor a line count was 

written. The third and fourth digits are not sequential from line to line, 



Example of p r e s s u r e  d a t a  w i t h  faulty wave l i n e  c o u n t e r :  
...................................................... 

81 . . . . . . . .  c o u n t e r  o n l y  r e c o r d e d  80 o r  81 

Figure 5. Pressure data from a malfunctioning gage that did not 
increment the wave line count 

Example of data w i t h  no  c l o c k  word o r  l i n e  c o u n t e r :  
. . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . . .  

Figure 6. Data from a malfunctioning gage that did not record a clock 
word or a wave line counter 



and there is no obvious time word. Analysis of these data is not possible 

since it is unknown where each wave burst began or if all the values from each 

burst were recorded. 

20. A listing or a summary of the erroneous records and locations where 

the counter has jumped is a necessary part of the quality control during data 

processing. Figure 7 is an example of a diagnostic message from the PMAB 

engineering conversion program that lists where missing lines have been 

detected. If the processing software can keep track of these locations, the 

missing data values can be estimated possibly with a linear interpolation 

method. Otherwise the waveforms will have abrupt jumps that will cause errors 

in the Fourier Analysis. If too many lines are missing, the analyst must 

decide whether or not the data set can be spectrally analyzed. The acceptance 

threshold may vary from project to project depending on economic and scien- 

tific factors. 

21. Cassette tape is blank. Numerous electronic and mechanical prob- 

lems could account for this. It is important that the battery voltages be 

checked before deployment to ensure enough battery capacity for the antici- 

pated deployment. An unusual mechanical problem that sometimes occurs is that 

a new tape will not advance even though there is no visible evidence that the 

housing is warped or that the tape has more friction than usual. This can 

usually be prevented by advancing and rewinding the tape before it is 

installed in the gage. If there is any doubt whatsoever about the mechanical 

condition of the tape, it should not be used. 

22. Failure of the tape drive or a problem such as flat pinch rollers. 

Usually the data are useless. This also underscores how vital it is to per- 

-form met l'cul-ous m a  int enzric-e-before eactldep lopent:- Tf-in-doilb t-;arl- thiubub---- 

ber components and belts in the tape drive should be replaced. 

23. Failure of one or both axes of the electromannetic current meter. 

The directional data are not usable, but that does not affect the pressure 

values . 
Environmental hazards 

2 4 .  Pressure port plugged with silt or debris. Low frequency pressure 

variations are recorded, but all the higher frequencies are filtered out. 

This is often a problem in harbors where the ships' screws churn up the bot- 

tom, in estuaries where there is high organic growth, and off river mouths, 

especially during a freshet. Identifying this type of problem can be 



WAVE COUNTER JUM 

................................. 
REC # E F REC t E F REC ................................. 

TIDE TIME JUHPS 

RE@ t EXPECTED FOUND REC 

Figure 7. Example 

CLEVELAND BREAKWATER, OUTSIDE SITE 
GAGE 39. JULY - SEPTEMBER 1981 

E - EXPECTED COUNT F - FOUND COUNT REC # - INPUT RECORD NUMBER 
. - - - - - - . - - - - - .. - - - - - - - - - - - - - - - - - . . . - .. . - . . - . .- - - . . - - . . - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - - 

E F REC ) E F REC # E F REC Q E F REC t E F t JUMPS 

CLEVELAND BREAKWATER. OUTSIDE SITE 
GAGE 39. JULY - SEPTEMBER 1981 

3 - EXPECTED TIME F - FOUWD TIME REC # - INPUT RECORD NUMBER 
---------------------------------------------------------------------------------- 

EXPECTED FOUND REC # EXPECTED FOUND REC # EXPECTED FOUND 
.................................................................................. 

3554.500 3555.500 

€ diagnostic message produced by PMAB processing software 



difficult. This is illustrated by a comparison of pressure data from two 

gages deployed at the mouth of Mobile Bay, AL. In Figure 8, the upper plot is 

from the plugged gage; the lower one from a correct gage. This view of the 

entire data set suggests that both gages were operating properly since both 

recorded the tidal (low-frequency) variations. Yet, the upper curve is thin- 

ner than the lower, suggesting that the upper gage measured less high- 

frequency variation. This is the clue that individual wave bursts should be 

examined in more detail. When 1,024 points are plotted on one page (Fig- 

ure 9 ) ,  it becomes evident that the amplitude of the pressures measured by the 

first gage is much lower than that of the second. But, without comparing data 

from a second gage, it might have been difficult for the analyst to conclude 

that the pressures from the first gage were unreasonably low. The diagnosis 

could be especially problematic in a location like the Gulf of Mexico, where 

low waves often occur for long periods. 

25. Figure 8 also demonstrates an environmental hazard that can affect 

a project: the abrupt increase in mean pressure that occurs near the end of 

the data set marks the time when a fishing boat knocked the tripod on its side 

and damaged both gages. Fortunately, at this site, the gages were recovered 

and the data tapes were intact. Occasionally, the gages are dragged away and 

lost forever. 

26. Data from a plugged gage are difficult or impossible to recon- 

struct. In addition to the pressu-res being too low, the values are also 

shifted. in phase. To reconstruct the data, both phase shifts and amplitude 

mult.iplication factors have to be applied to the different frequency bands. 

27. Marine growth over the pressure port. The gage will perform prop- 
- --.-- ~- e r l y when r t s s f br s t dep lo ye d-;-bir- accuracywwi-~~-p~og-ressIv~Ty-det~r-i~~atte~----- 

Eventually, the high frequencies will be damped out and the data will resemble 

that from a plugged port, as illustrated in Figure 9. The analyst must decide 

how much of the data set is realistic and valid for spectral analysis. 

28. Marine growth over the electromagnetic current sensors. Here too, 

the data quality progressively deteriorates, and the analyst must decide how 

much of it can be used. The rubber ball that forms part of the Marsh-McBirney 

electromagnetic current meter is impregnated with an antifouling chemical. 

This chemical should remain active for about 1 year. Since marine growth can 

occur very quickly in some areas, an old sensor should not be used unless the 

experiment is of very short duration, such as 1 or 2 weeks. 
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Figure 8 .  Pressure da ta  from,two gages deployed a t  t h e  same s i t e .  The 
upper curve i s  from a gage with a plugged pressure  p o r t .  The plugged 
gage was mounted on a h igher  p o s i t i o n  on the  t r i p o d ,  which accounts f o r  

the  s l i g h t l y  lower mean pressure t h a t  it recorded 
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Figure 9 .  Comparison of a s i n g l e  wave b u r s t  (1,024 po in t s )  from two 
gages deployed a t  t he  same s i t e .  The upper curve i s  from a gage 

wi th  a plugged pressure  p o r t  



Unusual gage - failures 

29. The mean data (tide measurements) show an odd iump every six mea- 

surements. This problem may be unique but is included since it illustrates 

the types of procedures the analyst must follow when confronted with inconsis- 

tent data. The software diagnostic showed that there were time jumps through- 

out the data set. The gage collected six tide pressure samples and wrote 

these on the cassette tape, but the clock behaved as if eight samples had been 

collected on each line of data. The analyst must ask: did the gage not 

record the last two measurements, causing a gap after each six values? Or, 

should the six measurements be evenly spread out over the time that should 

have included eight? A sampling rate of 3.75 min was set on the instrument 

when it was deployed. Therefore, for six samples, each line of data should 

equal 22.5 min, yet the clock recorded 30.0 min for each line. Six evenly 

spaced values would indicate an interval of 5.0 min per sample, a switch set- 

ting that is not an option with this type gage. Electronic tests of the gage 

revealed that it had actually not recorded the last two values. Figure 10 

illustrates the way the data were recorded. 

30. Wave burst was not recorded continuouslv. In this example, 

1,024 points were sampled at 0.5 Hz and should have produced a record that was 

8.53 min long. But yet, a careful examination of the individual wave bursts 

revealed that an anomalous jump occurred after each 64 points. This is best 

shown in a plot in which the unconnected points are plotted adjacent to the 

curve (Figure 11). The vertical lines indicate where .the wave form is discon- 

tinuous. It is not possible to know how much time is represented at each dis- 

continuity: it could be only a few seconds or many minutes. This problem may 
- -- - -- -- 
also be one that was unique-= gZrti~raY-gX~ee,--bUt-FtilFustrates how a 

very detailed graphical examination of the data is sometimes necessary. 

31, Full wave burst of 1,024 points was not recorded. Figure 12 shows 

a data set in which only about 925 points were written to the tape for each 

burst. The amount of lost data was different from burst to burst. To use 

these data, it was possible to perform spectral analysis by segmenting the 

data and discarding the last segment. 

32. Figure 13 is an example of a data set in which each wave burst was 

exactly 1,008 points long rather than the 1,024 originally set. Sixteen val- 

ues were missing because the gage failed to write the last two lines of hexa- 

decimal code of each wave burst on the magnetic tape. A check of the field 



LOS ANGELES 
SITE #3 

MEAN = 33.38 FT 

3 3 . 0 & 1 1 ~ ~ 1 8 7 , 1 8 1 1 1 ~ ~ 1  
0 10 2 0 30 40 50 60 MINUTES 

0000 - 0100 11 JUNE 1987 

Figure 10. Data from a gage that recorded only six data points, 
while the clock advanced as if eight had been recorded 

32 
SECONDS 

Figure 11. Data from a gage in which the wave burst was not sampled 
sequentially for 1,024 points but rather in groups of 64 points, 
each separated by an unknown amount of time (Data provided by 

Dr. Steven P. Murray, Louisiana State University) 



SECONDS 

Figure 12. Pressure data from a gage that recorded approximately 925 points 
rather than the 1,024 set on the instruments. The plot should continue to 
the right margin. The steep slope of the curve represents a rapid increase 

in water level from the incoming tide 

SECONDS 

Figure 13. Pressure data from a gage that did not record 16 points, 
representing two lines of hexidecimal code from each 1,024-point 

wave burst. Plot should continue to the right margin 



notes revealed t h a t  the gage had been s e t  on a very rapid mean data  ( t i d e  

mode) sampling r a t e  of 64 samples per h r  (one value every 0.938 min). 

Although the exact  cause of the f a i l u r e  was never i den t i f i ed ,  it appears t h a t  

the buffer  i n  the  gage s tor ing the wave data  was unable t o  dump i t s  contents 

f a s t  enough t o  the  tape.  A s  the t i de  measurements accumulated, the l a s t  

1 6  wave samples were erased before they could be wr i t t en  onto the tape.  This 

635-11 gage had never been tes ted  a t  these s e t t i n g s ,  although it had performed 

per fec t ly  when a slower r a t e  of 32 samples per h r  was used. This example 

i l l u s t r a t e s  the  importance of thoroughly t e s t i n g  the instruments before a 

deployment. 

Errors i n  Readinn the  Data Tape 

3 3 .  Transferring data from tape t o  the  u se r ' s  computer would seem t o  be 

a r e l a t i ve ly  simple procedure, but  many e r ro r s  can r e s u l t  from the way the 

tape reader reads the tape and in te rpre t s  bad records.  

Specific examples of readinn - er rors  

34. The tape has been wrinkled or bent_ Wrinkling or  bending of the 

tape can occur when the casse t te  i s  not properly seated i n  the tape dr ive  of 

the gage. I f  the  tape i s  f l a t  as the data i s  wr i t t en  to  i t ,  it  can probably 

be used. But i f  the tape wrinkles before it moves past  the tape heads, the 

data s e t  most probably w i l l  be useless .  When the tape i s  read,  the channel 

c loses t  t o  the  wrinkled sect ion w i l l  vary widely i n  gain,  because the tape 

w i l l  not  be touching the head with uniform pressure.  A possible so lu t ion  i s  

the  tape can be wound and rewound several  times t o  t r y  to  f l a t t e n  it and make 
-- - - - - - - ---- - - - -- - -- -- - - -- -- -- - - 

it spool nea t ly .  This again emphasizes the importance of s e t t i n g  up the 

instrument with great  care before i t s  deployment. 

35.  Errors i n  read in^ the tape with no obvious cause. Occasionally, 

g r i t  or  residue i s  deposited quickly on the heads of the tape reader. This 

can be a problem even when premium qua l i ty  data tapes have been used. A pos- 

s i b l e  cure i s  t o  clean the heads frequently with alcohol swabs. Figure 14 i s  

an example of data  with many noise spikes.  The second t r ans f e r ,  a f t e r  clean- 

ing the heads, produced a much cleaner data s e t  (Figure 15 ) .  

3 6 .  Errors i n  reading the tave. when the  heads have been cleaned. Some 

heads a re  longlas t ing,  but  some wear out i n  only a few months. Even though 

the head does not  look scored or  ridged, it may be worn unevenly enough not t o  
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Figure 14. Example of a data set with numerous noise spikes 

36 
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Figure 15. The same data set shown in Figure 14, but retrans- 
ferred after the tape reader heads had been cleaned and 

adjusted. The result was much cleaner 



maintain constant contact with the tape. A possible cure is to replace the 

head assembly in the tape reader. 

37. Regularly repeating pattern of parity errors and short records. 

One of the pinch rollers in the gage's tape drive might be flat and need to be 

replaced. The data probably cannot be saved if this has occurred. As stated 

earlier, checking the condition of the rubber parts of the tape drive is a 

vital aspect of the gage checkout. 

38. The tape drive in the gane in perfect o~eratin~ condition when 

deployed. but data tape developed many errors. Was the project site in cold 

water? Tapes are available from Verbatim Company specially designed for use 

in cold conditions. Also, cold-deployment pinch rollers are available for the 

Sea Data instruments. They are an option to consider, especially if the gages 

are going to be used in Alaska or in the Great Lakes during the winter. 

Data repeat errors 

39. Data file is too long. A full Verbatim tape recorded on a Sea Data 

instrument contains about 52,000 lines. If, after a transfer, the file has 

more than this number of lines, the tape reader must have reread a section of 

the tape. This can occur if the data set contains bad lines and the tape 

reader detects parity errors. In normal operation, the reader fills a buffer 

with data from the cassette tape. These data are then sent on to another 

device, and the buffer is ready to be refilled. The tape is rewound slightly 

and reread, and the results are compared with the contents in the buffer so 

that only new data are stored. If the parity errors occur in the section of 

the tape that is reread, the instrument may be unable to make a comparison, 

and the buffer may be filled with data that have already been read. Some- 
- -- - - -- -- -- - -- --- 

times, the tape rewinds to the beginning as the reader searches for the same 

data that are in its buffer. 

40. There are two solutions to this problem: (a) retransfer the tape 

after cleaning the heads, winding and rewinding the tape, and making sure that 

the gains are adjusted correctly (Often this second transfer will be success- 

ful.), and (b) edit the raw hexadecimal data file manually using the editor on 

the computer. Sometimes it is quite easy to find the location of the data 

repeat, and the superfluous lines can be deleted. The easiest identification 

occurs when the time word shows an obvious jump backward compared to the pre- 

vious lines. If the data file is very clean, the detective work is more labor 

intensive, and the time records throughout the entire file have to be 



methodically reviewed t o  t r y  t o  f ind  where the  backward jump occurs. I n  t h i s  

s i t u a t i o n ,  it i s  probably be t t e r  t o  f i r s t  t r y  to  reread the  tape a f t e r  clean- 

ing the heads and checking t o  be sure t ha t  a l l  the t rans fe r  procedures have 

been followed properly. 

41. Data repeat  occurs i n  a shor t  data  s e t .  If the gage has been 

deployed f o r  only a shor t  time, the count of the  t o t a l  number of l i n e s  w i l l  be 

l e s s  than what a data tape i s  capable of holding and, therefore ,  w i l l  not 

reveal  whether or not any of the data  have been reread.  This type problem may 

become evident only when the pressures a r e  p lo t ted  and an anomalous jump can 

be seen. Figure 1 6  i l l u s t r a t e s  a data repeat  t ha t  became obvious only a f t e r  

the spec t r a l  analysis  had been performed, and the energy density was p lo t t ed .  

STATION: CHEVRON P&A"%%=OWM 
8 7 

ENERGY BEWEEN PERlODS OF: 

- - - - - - - - - 2,048 AND 25.6 SEC (LEFT SCALE) 
2,043 AND 8 SEG (RIGHT SCALE) 

-4 0 
15 20 25 30 4 9 14 19 

JAN - FEB 1987 
ENERGY COMPARISON 
STATION: CHEVRON PLATFORM 

Figure 16. Example of a data repeat  t ha t  occurred when the tape 
reader encountered bad records 

4 2 .  The gape recovery time recorded bv the f i e l d  technicians does not 

correspond t o  the time shown by the processed data .  The times should match 

within a few hours, even a f t e r  a deployment of many months. This problem must 

be approached from two direct ions:  f i r s t ,  the f i e l d  notes must be checked; 

and second, the  data  t rans fe r  and the processing software must be checked. I f  



the time discrepancy is 24 hr, this is often a clue that the wrong day was 

recorded on the log. Usually, the problem is caused by a data or processing 

error, and the analyst must first check whether a data reread has occurred. 

If a reread does not prove to be the reason for the time discrepancy, the data 

may have some bad segments and the software has been unable to compute the 

times properly because the wave bursts are missing lines. This will be dis- 

cussed in more detail later. 

Software and process in^ Errors Caused by Extreme Conditions 

4 3 .  Processing and analysis of wave data must be careful and methodi- 

cal. The computer programs that convert the raw data to engineering units, 

print and plot the results, and perform spectral analyses are complicated. 

They must be run with as much consideration toward quality control as the 

other aspects of the project. Software problems are frustrating, insidious, 

and difficult to detect. Fortunately, they usually can be isolated and 

solved. It is beyond the scope of this report to delve into the software code 

of the various analysis programs, but this section will describe some of the 

typical problems that can occur and will suggest general solutions. 

Data spikes 

44. Spikes in the data. This is a common problem. Before the analyst 

performs any filtering or manipulation of the data, he must decide if the 

spikes really came from the gage or if they are artifacts of the transfer pro- 

cedure or the software. The first phase of troubleshooting should be to 

transfer the data again from the data tape to the computer. As discussed pre- 

viously, this can often improve the data. 

45. Gage malfunctions. If the instrument has malfunctioned, the ana- 

lyst must decide how many bad points can be tolerated in a data set and how 

many can be replaced with ones generated by an interpolation or statistical 

procedure. Efforts to repair a data set with numerous errors can take consid- 

erable time; the project's budget may dictate whether the data set is to be 

repaired or simply discarded. Sometimes, a critical set of measurements, such 

as those obtained during a hurricane, may necessitate salvaging regardless of 

the time required for the repair efforts. 

46. Svikes in the data caused by high - energy. Sometimes, spikes may 

actually represent the waves that occur at the field site. The analyst must 



be aware of the physical environment where the instrument has been deployed 

when he evaluates the data. In some locations, such as in Lake Michigan, the 

wave energy can vary dramatically in only a few hours (Figure 17). In this 

example, the lake has changed from being almost calm on April 5 to having 

waves nearly 4 meters high only a few hours later. An analyst who is not 

aware of these violent storms might erroneously conclude that the gage has 

malfunctioned. A plot of the pressures proves that the gage has measured a 

tremendous increase in energy levels in only 6 hr (Figure 18). 

47. Figure 19, showing energy at Station 2 at Long Beach Harbor, CA, 

illustrates another example of unusual conditions. These data appear to be 

erroneous, and a plot from Station 1, only a few hundred meters away, shows 

much lower energy at this same time (Figure 20). But a detailed comparison of 

the pressure data (Figure 21) reveals that the energy at Station 2 was signif- 

icantly higher at certain times. The upper curve in Figure 21 is pressure 

from Long Beach 1, and the lower curve is Long Beach 2. The vertica1,shifts 

represent water depth changes because of the tide. The lower plot shows that 

the energy at Long Beach 2 increases manyfold in only a few hours and then 

decreases. The cause of the unusual pressure changes is unknown but may be 

related to harbor oscillations or some other hydraulic mechanism. 

Unrealistic magnitudes 

48. The magnitudes of the recorded pressures are unrealistic. Possibly 

the wrong calibration coefficients have been used. The Paroscientific pres- 

sure transducers are calibrated by the manufacturer, and each sensor has 

unique coefficients. Other types of pressure sensing devices must be cali- 

brated by the user. Ideally, these sensors should be checked before and after 
- - -. -- -- - -- - - -- - 

the field deployment. There is no perfect calibration of a device like a 

pressure gage, and details of the different procedures are beyond the scope of 

this report. Generally, the manufacturer's instructions must be followed rig- 

orously and consistently. 

49. Overall magnitudes of the orbital velocities are much too high. 

For Sea Data instruments, this problem may be caused by an error in the soft- 

ware that unpacks the raw, hexadecimal data. To conserve space, the 10-bit 

current measurements are represented by the 8 least significant bits. In the 

computer program, the wave data must be followed sequentially, and 256 units 

must be added or subtracted if the velocity goes below or above 00, respec- 

tively. In a 635-12 gage, the reconstructed velocities can be compared with 
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Figure 17. Wave energy from southern Lake Michigan. The 
peaks demonstrate that the waves can change dramatically 

in only a few hours 
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Figure 18. Pressure time-series plot from the same site in Lake 
Michigan as Figure 17, demonstrating the tremendous increase in 

energy in only a few hours during April 5, 1988 
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Figure 19. Energy spectrum from Long Beach Harbor, Station 2, 
showing anomalous energy values 
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Figure 20. Energy spectrum from Long Beach Harbor, Station 1. The 
generally low energy contrasts with the energy peaks recorded at 

the Station 2, only a few hundred meters away 





the measured mean current. But, in the 635-9 gage, the mean current is not 

measured, and, since there is no independent check of the overall velocity, a 

processing error is likely to occur if a bad point is abnormally high. If the 

computer program checks only one point when it calculates the rollover, the 

following values may be too high by a factor of one or even two cycles of 256. 

In Figure 22, the upper plot shows an example of a rollover jump. To correct 

the problem, the software was modified to keep a running record of the average 

positive and negative orbital velocities and to compare each new point with 

these averages. In the lower plot, the erroneous point that caused the origi- 

nal error can be seen. 

Time shifts 

5 0 .  Time shifts caused bv segments of bad data. The processing soft- 

ware must keep a count of the length of each wave burst, and must know where 

each one begins and ends. If there are missing or bad lines of data, the pro- 

gram must flag them with the right number of points so that the affected burst 

will be the correct length. If the bad sections occur at the end of one burst 

or the beginning of the next, there is an increased chance that the software 

will be unable to calculate locations of the missing points. Figure 23 illus- 

trates a subtle example of time shift. The tabular printout showed that the 

recovery occurred exactly 1 day later than the field technician recorded in 

the log. The technician's notes were accurate. There were many sections of 

bad data in this data set, and the software erroneously shifted the data by a 

total of eight bursts. Since the gage had been set to sample wave bursts 

every 3 hr, the total time shift equaled exactly 1 day. The lower plot in 

Figure-2 ?Lskws__tb_ariginal, _ &if Cftd__data. - Bursts- 4Q5 -arab_&O6are-erxoneous. 

The upper plot shows the data after it had been retransferred, resulting in a 

much cleaner data set. By comparing the bursts, number 416 on the lower plot, 

for example, is the same as number 408 on the upper, except that it has been 

moved to the right by eight places. 

Conclusions 

51. This report has reviewed quality control and troubleshooting of 

ocean wave data. Emphasis was placed on the human element as a vital part of 

the quality control of a wave measurement project. Three broad classes of 







errors have been reviewed: gage malfunctions, data-transfer errors, and soft- 

ware problems. 

5 2 .  The examples presented in this report illustrate two important 

aspects of quality control: first, there is no substitute for careful, visual 

examination of the data; and second, the evaluation of the data has to be made 

in light of where it was collected. The analyst must be aware of what wave 

heights and periods typically occur at the site and whether any unusual storms 

were reported during the project. No general rules can be applied univer- 

sally, because wave conditions are so different around the world. In some 

areas, the energy can increase so dramatically within only a few hours that 

spectra appear to have erroneous spikes. The analyst must not discredit these 

results unless he is absolutely certain that an error has occurred somewhere 

in the analysis or data collection. Of the three broad classes of errors, 

malfunctions of the gage during deployment are che most serious because only 

rarely can the data be reconstructed, and then only if there is another gage 

nearby against which a comparison can be made. It is vital that the gages be 

meticulously maintained and tested. If the waves at a particularly critical 

location must be measured, two or even three gages should be deployed simulta- 

neously. This practice is expensive, but the redundancy greatly improves the 

chances that usable data will be recorded. 

53. Data-transfer problems can cause unexpected results. Fortunately, 

the problems often can be corrected by retransferring the data after cleaning 

or adjusting the tape readers. 

5 4 .  Software problems are especially frustrating co the analyst, but 

these, t o o r  can -oEten-be-solved-when-ehe-specif ~~-condi t1 '0ns - -o f th~-pro jec t -  -- 

site are considered. For example, automated spike-check routines can be 

fooled where abrupt changes in wave energy occur, so the analyst may have to 

adjust the thresholds in the programs. 

55. A wave-measurement project must be organized and planned from the 

outset with quality control as a vital component. The gages that will be used 

at the site must be.tested long before deployment so that any needed repairs 

can be made and the gages tested again. Any unusual combination of gage set- 

tings (burst length, mean sample interval, etc.) must be tested to ensure that 

the gage actually does perform as specified. And, if at all possible, the 

deployment should be planned so that the gage will be recovered before the 



tape is fully used so that the recovery times can be compared with the 

recorded clock times. 

5 6 .  Complete and accurate field notes are also vital. In particular, 

the times of deploymerit and recovery must be recorded and, ultimately, must 

match the times on the data tape. A mismatch may indicate a problem during 

the tape transfer or a gage malfunction. 

57.  The state of knowledge regarding the measurement and analysis of 

waves is developing rapidly. Newer instruments are designed with more redun- 

dancy in the data collection, storage, and transfer procedures, so that many 

errors are automatically corrected. Gages without tape drives eliminate one 

set of errors but may introduce others. In the future, advanced trouble- 

shooting software,may be developed that is similar to the "expert systems" 

used in medical diagnoses, but, for the time being, there is no substitute for 

human intervention. Unfortunately, it is often difficult for researchers in 

different institutions to compare their results and methods. The author would 

welcome comments and suggestions from other workers in the field. 


	A-1.pdf
	A-2.pdf



